Study of the sensitivity of blood spotted on filter paper in the detection of HBsAg and anticore using ELISA technique.
The sensitivity of the filter paper method was compared with that of whole serum in the detection of HBsAg and antic using ELISA technique. It was found that analysis of eluates of blood spotted on filter paper should be recommended in field surveys and of HBsAg screening prior to an immunization campaign. On the other hand, in the detection of anti HBc the eluted technique is less sensitive and should not be performed if accurate epidemiological data are to be collected.